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ABSTRACT 


Past efforts in spectral analysis of the electroen- 
cephalogram at the Naval Postgraduate School are reviewed. 
Preferred frequencies are defined as those frequencies which 
exhibit increased magnitude or duration when a subject is 
engaged in specific activities. Findings related to the 
behavior of particular frequencies at various scalp positions 
are discussed. Primary emphasis is on the motor cortex and 
. the junction of the temporal, parietal and occipital regions. 
Data is presented indicating that frequency ranges 4-8 Hz and 
60-120 Hz show increased correlation between closely spaced 
electrodes when subjects are presented with tasks. Other 
possible preferred frequencies related to activities such | 
as limb movement, multiplication and reaction to light are 
presented. A pilot simulation, the Heads Up Display, was 


found to be an excellent subject tasking mechanism. 
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A. THE RESEARCH PROJECT 

A continual effort has been underway in the Bio- 
Engineering Laboratory since 1972 directed towards an 
analysis of the electroencephalogram (EEG) and the extraction 
ot useful information from the EEG's of individuals not af- 
flicted with any Known pathologies. Hopefully, some of this 
information will include signals indicating, in some recog- 
nizable way, the mental state of the subject, particularly 
his degree of attentiveness and his receptiveness towards 
learning. 

This information would be fed back, in some form, to 
the subject and would enable him to monitor his mental state 
and to enhance his attentiveness or to move himself towards 
a state conducive to learning. The successful achievement 
of this goal has many practical and realistic applications. 

Individuals engaged in physically sedentary, but men- 
tally active tasks such as radar or sonar operators, tend 
to become less alert as their watch progresses, often with- 
out being aware of their reduced effectiveness. A feedback 
mechanism would enable them to retain a level of alertness 


throughout the watch. 





Everyone has experienced moments of mental clarity and 
lucidity where all mental processes seem to be functioning 
ideally and problems previously unsolvable are reduced to 
sclution. Unfortunately, we must aiso endure periods of 
mental sluggishness, where decision making is arduous, 
errors are frequent, a the simplest cof problems seems 
hopelessly difficult. 

If these pericds of crisp, accurate thought processing 
could be identified by EEG filtering techniques and fed 
back to the subject, it is conceivable that he could learn 
to conscicusly, or subconscicusly, enhance those patterns 
indicative of the desired mental state. Further, should 
this prove to be successful, the subject should be able to 
achieve the desired condition without the external feedback 
after a pericd of training, as internal feedback would be 
possible through recognition of the appropriate mental 
milieu. 

In order to analyze the EEG, a series of computer pro- 
grams has been developed by the team, progressing from the 
relatively simple early frequency spectrum programs to the 
more sophisticated multi-channel programs using signal pro- 
cessing techniques which bring desired signals out of a 


noisy background. 





Several theses have been done in the past discussing 
the results and conclusions reached by the team efforts at 
progressive stages in the project development. A great body 
of data has been collected and reviewed by different eee 


viduals for varying purposes. 


Bis THE AUTHOR'S CONTRIBUTION AND OBJECTIVES 

‘It is the intent of this paper to review critically the 
development of the project, discuss past results with an eye 
towards frequencies in the EEG which seem to be related to 
specific activities, and using the insight gained, to show 
how this information can be put to practical use. A more 
specific goal is to identify certain frequencies in the EEG 
which can be shown to be indicative of particular mental 
activities and may be termed "preferred" frequencies. These 
preferred frequencies may exist, to some extent, throughout 
the entire brain, cr may be localized in some specific area 
of the brain. 

The author has reviewed an extensive body of data from 
early project efforts. The knowledge gained was applied to 
the design of new programs and the restructuring of old 
ones to investigate clues given by the early data. The 
results from these new programs are analyzed and tentative 


conclusions drawn. 





II. BACKGROUND 


A. THE ELECTROENCEPHALOGRAM 
l. Source 

The electroencephalogram which is recorded from the 
surface of the scalp consists of continuous rhythmic potential 
variations. The precise method of generating these potentials 
has not yet been completely determined, but broad areas of 
understanding are well established and widely accepted. 

Nerve cells are generators of electrical activity 
and they are found in abundance in the brain; estimates go 
as high as Gia in the cerebral cortex alone Vee 
These neurons come in a remarkable variety of sizes and 
Shapes and their functions in multi-neuronal circuits are 
still unclear. Current feeling is that the EEG may be 
largely attributed to the activity of pyramidal cells located 
throughout the cortex /ReE. aye 

A multitude of investigators has attempted to show 
the correlation between the observed EEG and intra-cellular 
post-synaptic potentials (PSP's) of the pyramidal celis 
/Ref. 3/. These studies have not been conclusive but strong- 
ly indicate that the EEG is due to the gross summation of 
the fields caused by the electrical activity of individual 


pyramidal cells. The correlation appears to be statistically 





sound and increases when adjacent cells can be made to act 
synchronously. 

These studies have been done, to a major extent, 
on animals since intra-cellular response in a human is seldom 
possible unless in conjunction with neurosurgery. Mammalian 
cerebral organization is highly similar to that of man and 
the carry over of conclusions to humans is felt to be justi- 
fiable. In animals, synchronous neural activity is usually 
achieved by anti~-dromic stimulation of cell groups. This 
presents an artificial environment which has already been 
removed somewhat from reality by the necessary requirement 
for anesthetics. 

Keeping these alterations to a normal functioning 
environment in mind, it is possible to draw tentative con- 
clusions. It appears that the EEG is directly related to 
pyramidal post-synaptic activity and that when cell group- 
ings act in concert, the EEG bears a striking resemblance 
Ee the PSP of a given cell in that functional group Ref. 4/. 

Deoepeocalization 
Recent evidence strongly suggests a columnar struc- 
ture to cerebral organization. Vertically oriented (perpen- 
dicular to the cortex) cells are organized in columns, each 
cell in a given column having a purpose similar to that of 


its neighbors. When the column receives a mild excitation 





from some efferent source oniy a few of the cells are stimu- 
lated. However, when the excitation is intense, the entire 
column may be activated, each cell stimulating its neighbors 
to greater electrical activity and simultaneously inhibiting 
adjacent functional columns /Ref. 5/. 

These activities will be seen in the EEG when elec- 
trodes are placed close to the responding column. If there 
are certain rhythms and frequencies characteristic of this 
particular column, spectral analysis brings them forth. It 
may pe possible to determine when a functional group is 
activated and when it is not. 

In order to locate a source of electrical activity 
net the brain, a Knowledge of the conductive properties of 
the brain, skull and scalp is essential. Because brain 
tissue is an excellent conductor, activity in one portion 
of the brain will be reflected to some extent in electrodes 
Beeacea anywhere on the scalp. Unfortunately, no thorough 
studies have been made giving a conductive map of the human 
head. Models have been created which satisfy some basic 
aspects of signal behavior, but it is unclear whether some 
observed waveshapes are due to impedance changes, and un- 
certain just how much effect the capacitive properties of 
tissue have in the phase of signals observed at different 


electrodes. 


10 





Tdeally, and perhaps in most cases, the electrode 
receiving the strongest signal is the electrode closest to 
the source. However, this may not always be the case since 
discontinuities in conductance in the various types of brain 
tissue and fluids may cause a Signal to be passed more easily 
to a more remote electrode. 

3. Frequency Generation 

If the EEG is a summation of the PSP's of a group of 
neurons beneath a recording electrode, it should be possible 
to devise a model which, using known physiological parameters, 
can reproduce signals seen in the EEG. 

Computer programs were designed at the Bio-Engineer- 
ing Laboratory which achieved this goal. The post-synaptic 
potentials of a neuron are peony the excitation of 
synapses which allow the passage of current to alter membrane 
potentials. These potentials, excitatory and inhibitory, are 
characterized by a rapid rise or fall followed by an ex- 
ponential decay to the resting potential. The extra-cellular 
fluids in the vicinity of the cell must complete the current 
loop and potential drops across the resistance of the fluid 
follow the same rise and decay. The summation of potential 
drops due to the excitation of many cells is seen at the 


scalp as the EEG. 


ili): 





Assuming that adjacent cells ina functional column 
act synchronously, a model which creates a PSP for one cell 
should suffice for the entire column. The model entails the 
formation of an excitatory response to a single synaptic 
input such as is seen in Figure 2-1A. An inhibitory response 
is also formed which is much the same only of reversed 
potential and having slightly different time constants. 

Excitatory and inhibitory inputs are then given to 
the modeled cell which responds by summing the exponential 
responses to each input, providing an appropriate time 
(refractory period) has passed since the last output. 

This summation is very Similar to the PSP of a neuron. In- 
puts may be random or ese designed in frequency to 
recreate .a known physical situation. Some typical inputs 
are shown in Figure 2-1B and the resultant PSP in Figure 
2-1C. The sinusoidal appearance of the PSP is frequently 
seen in the EEG. The discrete Fourier transform of this 
modeled PSP is given in Figure 2-2. 

Neurons in the Central Nervous System may fire as 
often as 1000 times per second. With this rate of excitation, 
it is easily seen how higher frequencies can arise in the EEG 
and how, through spectral analysis, information may be ex- 
tracted from the EEG on the rate of excitation or inhibition 


S@eparticular groups of cells. 
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A given cellular circuit may have a characteristic 
frequency which it exhibits when stimulated. If this fre- 
quency (or frequencies) can be identified through spectral 
analysis it may then be possible to determine by external 
means whether particular areas of the brain are functioning 


abnormally. 


B. EQUIPMENT AND ENVIRONMENT 

There are three basic electrode recording modes, each 
having its own advantages. A recording mode is chosen based 
upon the desired results. A monopolar recording is referenced 
to an electrode placed over a presumed inactive site. This 
electrode provides one input to a differential amplifier 
while the signal from an electrode placed over the area to be 
investigated provides the other input. The reference position 
is assumed to be "indifferent" to brain electrical activity 
such as the mastoid, ear or bridge of the nose. The ampli- 
fier 1s grounded to the subject at a point below the refer- 
ence, such as over the collar bone, to remove myograms and 
electrocardiogram signais. 

The bipolar recording mode has certain advantages over 
the monopolar. This mode employs two electrodes usually 
closely placed over the area to be investigated. The leads 
from the electrodes are fed into the two inputs of a differ- 


ential amplifier and the difference is amplified. Activity 


HB 





common to both electrodes is canceled whereas the signal 
from the active site 1s amplified if the electrodes have 
been positioned properly. However, if the signal from the 
generator is in phase at both electrodes, it will tend to 
be canceled. Both the bipolar and monopolar modes may be 
used with as many eCerodes as there are available ampli- 
fiers. 

The average electrode method is often used with multiple 
electrodes. In this method, one of the inputs to each ampli- 
fier is connected in common and passed to the other input 
through a relatively large resistance (locally 80K Ohms). 
This arrangement essentially cancels the summed average 
Signal and records the differences beneath each electrode. 

A superior averaging method 1S used more frequently at the 
Bio-Engineering Laboratory which averages the signal with 
computer software, aS 1S done in TWODET. This is elaborated 
On in Part IV-D of this paper. 

Each of the methods just discussed has been used locally. 
The choice 1s dependent upon the suspected nature of the 
Signal desired to be observed. More information on electrode 
modes may be found in Refs. 6 and 7. 

The laboratory environment has been discussed at length 
in the above references. Figure 2-3, taken from Ref. 6, 


gives a block diagram of the experimental set-up. 
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Signals from the scalp are sensed by Beckman 2mm silver 
electrodes through a conductive material known as Sucablok, 
a Swedish trade name. The electrodes and Sucablok are held 
in position by a threaded plastic device that is placed in 
the desired position on a Specially designed helmet. Figure 
2-4 shows both an individual electrode and the helmet. 

‘From the electrodes, signals are fed into an eight 
channel differential amplifier with a common mode reflection 
ratio greater than 90dB. These analog signals are converted 
to digital data and made available to the PDP-11/40 for 
processing. The laboratory has facilities for recording 
results on tape, disk, paper plots, and film. 

The subject and pre-amplifiers are placed in a screen 
room to provide isolation from ambient RF noise and signal 
radiation. The removal of any electromagnetic signal not 
having its source in the brain is essential. The screen 
room and common mode rejection of the differential amplifiers 
are extremely effective in reducing external noise but it is 
also necessary that minimum noise is generated by the ampli- 
fiers themselves. The operational amplifiers used here were 
chosen to have less than 2.5 microvolts of noise for fre- 
quencies up to 10kHz. 

This requirement for extremely low noise is illuminated 


by the audio evoked response experiments conducted locally. 
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The helmet with electrodes 





Electrode; assembled and disassembled 


Figure 2-4 


ie 





It was determined through averaging techniques that the 
audio evoked response has consistent, meaningful components 
with peak to peak values less than 2 microvolts. 

Before the analog data is digitally converted, it is 
passed through anti-aliasing filters. This is absolutely 
essential if any meaningful results are to be obtained when 
a signal is to be discrete Fourier transformed. If the fre- 
quency spectrum of the signal to be sampled is not compatible 
with the Nyquist criterion sampling rate, the frequency 
spectrum folding due to sampling will cause high frequencies 
to masquerade as lower ones, giving completely erroneous 
Sata. 

Four pole Butterworth filters are used for this purpose 
due to their excellent cut-off and phase characteristics. 
They are designed as removable cards so that the spectrum 


may be adjusted according to the frequencies of interest. 
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Iii. THE DISCRETE FOURIER TRANSFORM (DFT) 


Every program used in this investigation has made use 
of the time to frequency domain transformation of the DFT. 
This is done digitally by a special hardware processor which 
utilizes the Fast Fourier Transform decimation-in-time 
algorithm. 

Perhaps the most important fact to be kept in mind when 
analyzing data obtained from a DFT process is that the fre- 
quency resolving ability of the transform is limited by the 
time window (T). One must choose a particular time frame of 
data he wishes to transform: the frequency discrimination 
of the transform will be the reciprocal of the time window. 

If the goal of the investigator is to observe the DFT, 
(or make use of the DFT in a more complex program), ona 
continuous real time basis, the time window is necessarily 
small giving rise to poor frequency discrimination. This 
effect was overcome by the project team by employing a 
sliding time window concept which used a time window of 4 
seconds updated each second by adding a fresh second of 
data and dropping the oldest second. Thus the frequency 
discrimination, or resolving ability is one quarter Hz yet 


the display is updated every second. 
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The time window effectively multiplies the time domain 
signal by a rectangular pulse of duration equal to the window 
in seconds. In the frequency domain, this is equivalent to 
convolving the signal spectrum by the transform of the time 
window which is a (sin x)/x function. The DFT display will 
show frequencies at mee hence (reciprocal of the time 
window) and all harmonics up to N/2, where N is the number 
of sampled points ig the data to be transformed. 

If the signal to be transformed is a harmonic of 1/T 
and has an even number of periods contained in the window, 
the DFT display will be a single bar (or point) at the 
signal frequency. Signals not ideally captured by the 
window or not harmonics of the fundamental will be displayed 
as a series of bars whose envelope describes a (sin x)/x 
curve. The import of this is that frequencies not at the 
precise frequencies in the actual signal will appear in the 
DFT because the transform process treats that portion of the 
Signal captured as one period of a periodic function to be 
transformed. In addition, phase cancellation can cause the 
complete disappearance of some of the spectral components 
of a complex signal. 

This problem can be alleviated by the Hanning function 
which multiplies the window by a cosine beli shaped curve 


which eliminates the discontinuities between periods. 


Ze 





Unfortunately, this function widens the main lobe of the 
(sin x)/x curve and makes frequencies in the display appear 
less discrete. It was determined early in the program that 
the disadvantages of Hanning outweighed the advantages for 


the type of investigation done here and has seldom been used. 
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IV. PROGRAM DEVELOPMENT AND PAST RESULTS 


A. FSEG 

One of the first programs developed, known as FSEG, was 
designed to display the DFT of signals coming from four 
different electrodes; frontal, temporal, parietal and oc- 
cipital in most cases. The sampling rate was 256 Hz making 
the DFT valid to 128 Hz and the anti-aliasing filters were 
adjusted accordingly. 

Initial runs immediately verified the existence of the 
well known frequencies seen by early investigators. These 
had been named delta, theta, alpha and beta for frequencies 
of approximately 0-4, 4-8, 8-13, and 13-50 Hz respectively. 
These frequencies have received a great deal of attention by 
serious investigators and mystics alike. It seems clear now 
that different mental states produce different combinations 
of these frequency bands. Alpha feedback monitors seem to 
aid in bringing increased relaxation and release of tension 
to a subject who attempts to increase his production cf alpha. 

These frequencies were far and away those having the 
largest magnitude of FSEG. A typical display is shown in 
Figure 4-1. It was oovserved that the relative magnitude of 
these frequencies might change from electrode to electrode, 


but were present to some extent in all. 
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Typical FSEG type display 


Figure 4-1. 





Attempts were made to determine how the frequency 
spectrum changed with differing mental states or activities. 
Typically, the DFT was observed for eyes closed and eyes open 
in both relaxed and problem solving conditions. Opening the 
eyes usually causes a drastic BeOduGi lone ine tae production Of 
low frequency waves, particularly alpha, in most subjects. 
This is a well known phenomenon and has been discussed at 
length by many investigators and several hypotheses have 
been developed to account for it. 

Perhaps one of the most interesting speculations is 
that alpha is a strobing signal, a clocking mechanism keep- 
ing activated areas of the brain which are not being stimu- 
lated through some physiological necessity. Alpha, or alpha- 
like signals have been observed in other mammals as well as 
in man. It may well be that the function of alpha is to 
Maintain a minimum degree of alertness or readiness to react 
to unexpected situations. This view is supported by evidence 
which indicates that alpha is initiated in the reticular 
activating system. 

The constant changing of the spectral components as 
observed in FSEG experiments led to the desire to view, in 
real time, the activity in particular frequency ranges. 


This led to the development of TEG4. 
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e. TEG4 

In many subjects studied initially, there was a large 
frequency component in the 18-25 Hz range. It appeared 
from FSEG data that this was independent of the alpha. A 
program called TEG4 was developed which could filter the 
Signals received from four electrodes by selectively zeroing 
portions of the DFT and then performing an Inverse Fourier 
Transform (IFT). Also, the program had the capability to 
take the signal from one channel only and display four 

different filtered bands. 

This 18-25 Hz frequency band did appear to be related 
to alpha range frequencies in that it generally seemed to 
“wax and wane with alpha, particularly in electrodes towards 
the rear of the head. TEG4 gave evidence that the 20 Hz 
band was not a harmonic of alpha in that the filtered 
spindles appeared at different times and durations than did 
the alpha /ReE. 6/. 

Feedback experiments on this frequency range were not 
conclusive but several subjects demonstrated the ability to 
increase or decrease the signal in this band at will. The 
successful runs occurred mainly when individuals attempted 
to enhance the 20 Hz signal from the frontal electrode. 

In most subjects the frontal region appeared to generate 


(or receive) its alpha independently from that in the other 
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electrodes. TEG4 results frequently show the alpha range 
signal in the parietal and temporal regions to be combin- 
ations of the signals in the frontal and occipital areas. 
Figure 4-2 shows how a typical TEG4 result might appear. 

In euenaific FPsbGeuest!ts,~ut was ObServed that the dis-— 
play usually contained several discrete frequencies of rel- 
atively large amplitudes when compared to their neighbors. 
These seldom seemed to be associated with specific activities, 
would usually change with each new frame, and differed from 
electrode to electrode. These frequencies were a matter of 
concern initially Since discrete frequencies of this type 
should only be possible if the signal was a relatively pure 
Since wave lasting the duration of the window. Reference 8 
develops the current position that these discrete frequencies 
are the result of several spindles of a particular frequency 
range occurring randomly within the time window. 

It had been observed that the EEG had momentary bursts 
of activity at different frequencies. The bandpass filtering 
of TEG4 enabled these frequencies to be separated from the 
full spectra signal and observed. The spindle like bursts of 
activity were given the coined term tegules and were felt to 
be unit Signatures of cortical activity. 

The tegule was investigated vigorously and tentative 


conclusions were drawn for frequencies up to 50 Hz. 
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Frequencies below 14 Hz were not felt to exhibit tegule like 
behavior as they showed no consistency of duration, but 
tegules existed between 14 and 50 Hz. At this stage of the 
investigation, no consistent data was obtained as to the 
variation in amplitude and duration with subject activity, 
and the mental states of the subject appeared to have little 
affect on either of these parameters. Using the frontal, 
temporal, parietal and occipital electrode configuration it 
Was seen that as the frequency band observed was raised, the 
four signals became increasingly dissimilar /Ref. 6/. Later 
data (see Part 5B) defined situations where increased 


Sorrelation occurred. 


C XSEG AND XCORR 

In order to obtain more concrete information on this 
finding, cross spectra and cross correlation programs were 
designed, XSEG and XCORR respectively. The thinking at this 
time was that if the brain acts as a parallel processor, 
then during states of concentrated, directed activity or 
problem solving, separate areas of the brain should show 
increased correlation. 

Using these two programs it was seen that when a subject 
is ina relaxed state, there is little correlation between 
the signals above the alpha region in widely spaced electrodes, 


whereas closer ones showed increased similarity. However, 
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when in a problem solving status, separated electrodes show 


increased correlation times. 


D. SYNCHRONOUS DETECTION METHODS 
i LEWODET 

Following the leads from XSEG and XCORR, synchronous 
detection programs Wee alesed: TWODET and its variant, 
DSKDET, have been the most fruitful tools in the identifi- 
cation of preferred frequencies. The essence of TWODET is 
that the signal from eight electrodes referenced against a 
ninth (usually the vertex) are averaged and this average is 
then subtracted from the signal from two closely spaced 
electrodes (7/8 inch) located in an area of interest. Note 
that the latter two signals are included in the average. 
The two resultant signals are digitally bandpass filtered 
and cross multiplied. This synchronous detection method, 
which is discussed in more detail in Ref. 7 indicates the 
degree of correlation between two signals. 

The two original signals, the cross multiplied 
Signal, and the average from the eight electrodes are re- 
corded on a disk for later analysis and review. A program 
was designed to take the cross multiplied data from the 
disk, zero out all negative components, integrate the re- 
Maining positive correlation in one second increments and 


display the integrated values in a bar graph form for any 





time frame desired. This final graph when covering a period 
of time in which a subject was engaged in differing activities 
often shows marked correlation changes from one type of 
@eteivity to another. 
Ze DSKDET 

To allow greater flexibility in frequency investi- 
gation and to preclude the necessity for keeping subjects 
engaged for prolonged periods of time, a variation of TWODET 
was devised. EEG signals from two closely spaced electrodes 
are low pass filtered to 1600 Hz and recorded directly ona 
disk. The two signals are then bandpass filtered at the 
desired frequency, cross multiplied as before, and one of 
the original signals is muitiplied times itself. Both re- 
sults are then integrated in half second intervals with 
negative values in the cross correlation block retained. 
The integrated values are then displayed as in TWODET. 

A major impetus for the creation of DSKDET was to 
determine if the use of the word correlation was proper. 
It was felt that the TWODET program design was such that in- 
crease in signal strength would result in an increase in 
apparent correlation. For example, if one assumes that the 
Signals from the two electrodes are always identical, a true 
plot of their correlation would remain the same despite 


changes in signal amplitude or degree of occurrence. If 
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they are identical, they are always perfectly correlated. 
Since the value used as an indicator of correlation during 

a particular time frame is obtained by cross multiplication 
of the two signals and then integrating, if the signals 
Maintain the same actual correlation but increase in amplitude 
Or appear more often in a given time frame, the resultant 
correlation value may increase dramatically. 

Thus, it is valuable to the investigator to have 
available a display of the degree of signal content ina 
given session to compare with the correlation display. It 
can then be determined with greater assurance whether two 
Signals have, in fact, become more correlated. 

If significant changes occur in the correlation or 
Signal content of a particular range of frequencies, other 
ranges may be investigated for that same pericd of time. 
This is of value for many reasons, but of particular im- 
portance to assure the investigator that these changes are 
not due to myograms which invariably appear as broad spectrum 
Signals beginning at around 25 HZ and retaining strength out 
to frequencies in excess of 500 Hz. 

This program has a disadvantage in that it is more 
sensitive to frequencies occurring at the reference position 
than is TWODET. Thus, unless results are cross checked 


against TWODET results, the investigator cannot be certain 





that the correlation or signal content variations observed 
are not due to activity at the reference (usually vertex) 
rather than the area under the two Signal electrodes. No 
inconsistencies have been revealed, to date, in the cross 


' checking of similar rum. 


lta HISCAN 

A method superior to the DFT process was needed to 
identify preferred frequencies for further investigation 
by TWODET and related programs. As previously stated, higher 
frequencies in the EEG have decreasing amplitudes and in fact 
may be of comparable amplitude to the skirts about the DFT 
component of a large lower frequency. A program sensitive 
to the time a signal was present rather than to its amplitude 
was called for and HISCAN was developed. 

Tt was evident from TEG4 data that as the observed fre- 
quency band was progressively increased, the signals from 
the electrodes became more dissimilar. The question to be 
answered was what significance did these higher frequencies 
have and how may these low amplitude signals be studied, 

The desired end in HISCAN is to determine the relative 
time in a given signal duration a particular frequency 
occurs. Thus, even though a frequency component at 200 Hz 


has only one-tenth the amplitude as a 20 Hz signal, if it 
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is present more often than the 20 Hz signal it will be dis- 
played with more weight. 

This can be accomplished by taking the DFT of a signal 
from an electrode, then bandpass filter the signal with a 

° 
sliding frequency window of optional size. The filtered 
frequency domain data is then subjected to an IFT and the 
number of positive zero crossings is counted. The counts 
are inverted to frequency data and must be appropriately 
weighted as higher frequencies will naturally tend to have 
more zero crossings than low frequencies. Once weighted, a 
relative value is obtained representing the time a given 
frequency was present. The data block containing the counts 
for each frequency are available for visual display or 
meetting. 

In order to smooth out the display, a subroutine allows 
the operator to take a "running average" of a chosen number 
of words in the histogram block. Each word in the block is 
averaged with a given number of its neighbors and this 
average replaces the count in the block. Additionally, an 
option is available to zero out those frequencies in the 
DFT whose magnitude is less than a chosen value. This sub- 
routine can assist in removing frequencies due to amplifier 
and other noise sources. The operator must be alert in using 


this clipping subrouting since if the level to be zeroed is 
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chosen too high, those frequencies contributing to the signal 
envelope may be removed and the existing frequency will appear 
to be present more often that it truly is. 

In a sense, the great strength of HISCAN is also its 
greatest weakness. When a burst of a given frequency appears 
in an electrode signal, its spectrum is spread in the DFT. 
HISCAN will treat the sidelobes as frequencies of equal 
strength if they are not zeroed by the clipping routine. As 
the duration of the signal to be processed is increased, there 
is a leveling tendency which obscures the actual frequency of 
the bursts. This is to be expected with a non-stationary 
phenomenon. 

HISCAN, then, calls for a judicious choice of program 
parameters to bring out the desired results. It has the 
ability to sense frequencies of smaller amplitude than other 
methods are capable of detecting, and it can then display 
these frequencies with a magnitude indicative of their rel- 


ave duration. 
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V. RESULTS 


A. HISCAN RECORDS 

Studies with this program to date have been, for the 
most part, limited to the motor cortex and the juncture of 
the temporal, occipital and parietal regions (TOP). Both 
reas have been studied over a wide range of activities 
varying from writing words backwards to "flying" the Heads 
Up Display (HUD). 

PiIiguiness-Leshowseda typical HiSCAN graph from 4 to 80 Hz. 
This is the result of processing ten seconds of signal from 
a TOP electrode during an eyes closed, relaxed session. 
' Note there 1s a great deal of alpha range activity and large 
Signal content in the area of 20 Hz. Every subject observed 
had major frequency ranges which were similar to those of 
the figure. The alpha range existed in each subject, al- 
though one may have had it centered at 9.5 HZ while another 
subject may have had it centered at 11 Hz. Likewise the "20 
HZ" signal varied from subject to subject being centered any- 
where from 18 to 26 Hz. For a particular individual, however, 
these frequencies seldom varied more than plus or minus 2 Hz 
when relaxed. When a subject's eyes were open, the ranges 
discussed .reduced in magnitude and duration, but remained 


the predominant frequencies for that state. 
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When subjects were given problems such as simple multi- 
plication or writing words backwards, two noticeable events 
occurred in every person tested; the alpha and "20 Hz2" de- 
creased and frequencies in the 5 to 8 HZ range increased, 
@icen dramatically. Figure 5-2 demonstrates this increase 
for the same subject as in Figure 5-1. This shows the 
HISCAN resuits of giving mathematical problems to a subject 
and recording the TOP signal. This increase in the 5 to 8 
HZ range is observed in the motor cortex also, although 
usually to a lesser degree. 

HISCAN was slightly modified to enable the investigator 
to observe results from brief periods of time on a cathode 
ray tube prior to averaging over a longer epoch. As pre- 
viously mentioned, the longer the period of signal time 
processed, the more frequency leveling occurs. This viewing 
of intermediate results showed the sequential development of 
the final HISCAN results. 

Figure 5-3 shows one of these intermediate results, 
again from 4 to 80 Hz. Note the appearance of large discrete 
frequencies as compared to previous figures. When subsequent 
frames are examined, these same frequencies may again appear 
or they may shift slightly. Nothing definitive may be said 
at this time as to the persistancy of these signals or their 


relation to specific activities. Future work will entail 
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recording, simultaneously with the EEG data, analog records 
indicating experimental conditions such as the exact moment 
a problem was assigned or when a change occurred in the HUD 
display. This addition will make more specific preferred 
frequency identification possible. 

As the data HISCAN processes is put on the disk by the 
same method used by DSKDET, there is a tendency to pick up 
signals from the reference position and possidly from areas 
between the area being studied and the reference electrode. 
It has been suggested that future work with HISCAN and 
DSKDET use bipolar or averaging mode recording rather than 
the monopolar. By restricting the bandwidth of the recorded 
Signal, the software averaging technique used in TWODET may 


be used to remove signals from the reference. 


os SYNCHRONOUS DETECTION DATA 
1. Initial Results 

Initial runs using these methods searched the 
spectrum between 5 and 100 Hz usually in 20 Hz intervals or 
bandpass segments. The normal format was 25 seconds of 
eyes closed relaxed followed by 65 seconds of problems, 
usually simple multiplication with eyes closed. The two 
adjacent electrodes were normally placed at the TOP. 

When frequencies between 5 and 35 HZ were examined 


for correlation change, no significant variations were 
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Mewiced. This is felt to be due to the fact that this range 
encompasses several discrete preferred frequencies which act 
independently and one may increase while another is decreas- 
ing resulting in an average which shows no change. When the 
fege Was reduced to 5 tom25 Hz, there was often a consider 
able a in correlation during problem sessions. 

The range between 65 and 85 Hz usually showed signi- 
ficant increase during problem periods, the average increase 
in all recorded runs being in the neighborhood of 60%. Some 
of the subjects tested showed as high as 250% while others 
might evidence correlation increases as low as 10%. At no 
time, however, did there fail to be an increase. Frequency 
ranges 80-100 Hz and 185-205 Hz exhibited similar correlation 
increases, although usually to a lesser extent. Again, there 
were striking exceptions; one run showed an increase of 230% 
mimche SO to lOO Hz range. 

2. Myograms 

Myograms can be a significant problem if the investi- 

Gator is not alert. Usually, during a run, myograms due to 
\ 

swallowing, blinking, Jaw movement, etc., are very obvious 

when watching the signals on the four trace analog osciilo- 

scope. These large myograms when observed by the operator 


will normally cause the run to be discarded. At the least, 


note will be made in the written record that myograms 
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Peeurred at da particular time and that segment of the run is 
disregarded. A more serious problem are the more subtle 
forms of myogram caused by slight tension of the forehead or 
minor movement of the teeth. 

On any given TWODET run, the researcher cannot be 
absolutely sure that the correlation increase was not due to 
tension myograms caused by minor anxieties during problem 
sessions. Once a run is completed, he has only the data from 
the specific frequency range recorded. It has been observed 
On runs designed to test different types of myograms that 
they are generally an extremely broad band phenomena. To 
preclude the possibility of myograms, then, it is desirable 
to be able to investigate the entire frequency spectrum for 
that data run. This is one of the reasons for the develop- 
ment of DSKDET. It is felt that results using this program 
rule out the possibility that myograms are contributors to 
the observed correlation increases. 

The initial results discussed above stimulated a 
more comprehensive search for other areas which exhibited 
correlation changes. New frequency ranges were tested and 
more challenging tasks were devised. The areas studied 
included frontal, pre-motor, motor and TOP with emphasis 
in the motor cortex. Activities studied were varied; re- 


laxing, drawing, mathematical and word problems, "flying" 
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the HUD, movement of various parts of the body, and exposure 
to different degrees of light. 
3. Heads Up Display (HUD) 

Much of the recent work by the research group has 
been based on data collection from subjects engaged in HUD 
activities. The HUD as used here consists of a cathode ray 
display which simulates a pilot's view from the cockpit of 
an airplane. A control stick was attached to the chair 
normally used for EEG runs which can change the pitch or roll 
attitude of the airplane on the display in front of the sub- 
ject. This control is located at the subject's right hand. 
Experimenters can control, from outside the screen room, these 
same attitudes, and a system was devised whereby random 
changes in attitude can be introduced at predetermined rates, 
thereby simulating varving types of weather, i.e., winds, air 
mpeekets, Updrafts, etc. This aceon of the HUD for pro- 
ject use was done by Lt. Dennis Marvel and the system is 
described in detail in Ref. 9. 

The normal TWODET run with the HUD consisted of 
varying conditions from relaxed to "very rough weather". 
Typical of these runs is Figure 5-4 showing the degree of 
correlation between two electrodes in the left motor cortex, 
meeterea to 70-100 Hz, for different types of activity. 


This run contains six 100 second periods of different tasks. 


A4 



























@ me He SF Fe CIOVaApPhewsyr sr dauvre pe mg beepers eC. 


SPOR OF oe eee ee te 


mA po ae woe le 
Brodie GP CORREA MEO OEE Mtr 














CR PERE PEALE SG «GF lsd BIAS sd od Odd vedody-- : ; . cuiceiiee sees ae 
; 008 6ST Mets FI Mew a dk 
— : ere . OME NS hp ALL a Cee Mai he owe - . oonmltu 
; quumamanemnsetace eet fi Es thee Bes oe mee ot Fase sere, evel 
. . 50) COVES Ge veer cae a ese ante tnpeiee, ys, ae a * i : 
a tan ee. Awe 6 o Poe ss y (oll mae eae ss a : ae, a 
C2 aha PS OE £4484 6p eeEes POSIRP TI OEE PCD reed OO: sieeitied fi teu abr veeteter. 1 » 404.2 eae 
~~? . a * che Ae rh tet ht a ee ORE. en 2 Ole Oh 
CEES RRR ES & Gaqarvatkyar.y Mer feli braver dart, fasrg: . speseted 
‘ moarmaetamaam cana a cet nwees ane ‘aa Tw erwrw 
Cree A lt Os : - + - 6 
£ a in Pte VIS . . - « 
LE ETA Be ca * « 
@ Aes eS iv e-rain: fend Rew wash +O > aw oe 
Gerona het Oo ats t = Rietin ee: : 
ss eS a es et Oe ge KK GPa 5 eet ep tr? le 
Ne ee eee eee ae = Se ‘i 
De et Det Se ae, oh FE ee eM Oa ee 
Pumas Fee +. . pie 
oD Venta wo (ah ee & te wos - a Ane 
© merrenee Bete c, TORR tans + OF) Me 8 feel BEN DOG boil Pees 8 60 Ot 
EE EE A FOr Be eS bretn or tia, ea 
ee ete, ee tl ed -. he + mee ee ‘ isn ee puees : x 
wen @ Fel ewe .4 0 . 4 ; 
SU Pet ttaseisee F. ¢ . . . + 
aa, = ° . . . . . \ e ee yh 
. ; 7S OT, mime Pwt ee ere ets 5° *\ > * 
Crewe Ae Bee ve ears! te Lo Nese SR. Pom 
e . =? oe fm esner Poe eae Cr. ateae 
Paatsa. Peete h OME OMEN Mae S28 one 
emanzcssrecepe Aanswes FOE aerate een as ‘ - oe 
Matched HOA OS EAE hE Li ORL OTOO AE LO ‘ etsie eieay epi ere ain Csgeorener? es 
we os sweavocer ft f, attates eae S Rik ate g's Ah 
ee ee my Fe Be er tit oR re A ee & HA AO 


BOO 6 Ot he £ 


ODO RABDEE0E 249.46 44 64 OFC WOKE OFM Oy 


anaes sane st ttf? é 
PEASE HERBALS VAL ED OF Lit OS 





ecceses mene lOO ny 


+ 
eacacers cons. 7 ort séussceeolopavcense 


enenasnses tires A eerObiSye% vow’. 
wde wars ve hierar: 
PEACE PE OARS EN AE TE OS | ay 


Qettaseoee e BCR CARY we tre 


e ue gt z 
CRORE ACAE OLBAPSEAREES CE AEROLE CR COEKEEFETELIL IE Ee Ot isda sdtsasrercesa aif. $00 fF 00 OF aio pits 
FRAPS OF A 44s CRO Ress ee pe pee y 
seid i ety? Wg POUavec 478) heen olen 
4e f i 3a “adem Powe FR Fer wret 
. WALL 
eT Meal ciigiccn cere teen ake 
ee cages ote po 8 5 
Sipe eieute "7 s 8 fos cae 
$04 PA Oia aoe ees ace eee ‘tte 
BIN ie 2m + eH ao ede l wi hie ~~ eohe 486 oe? 
tw ease FL PROPER COE TRIP OER H: CHOLES OOPS 
Ade BOOP P SE Ae Oe we ate siem ie ¢ 
a £55857. dames detrer, Par "eaten, 
bat +4 heed es 02, ed sad bah. ‘a i peep ees? 
CON se me ee Usa centres es dope, 
OLGERODGPOP OC Rhee rr ees 848 at +t FOR tebe oe: very 
Lr ee ta enesp meee s @ fi vt ean 
wrsier £2NE3 390303 O's. ae Fe ig 
wette Ce at its O40 tm ae @ 6 Ae eee 
ba ' Ste rsywor ds ee t' te GF 
CPMEBLECS OFM pets BANE Ln rie 
mw © ~IOfT ST, he siataibiaies ode ebie 
Wage tee DR vee tere ve Febe biruttobore 
hteweds, Ff "hatha te "* “'4, 6 4 Flaw 
ACO NS 04 pba. phtad. t2°* "¢ £04 0b a 
‘ wd Set «6 Or weeds 
ere. 8 RB wre of ** 86% 
Ogee feue ae 
Sortererrmses: otk 
~ ‘ * ore 
Nee se pans py peer tascae 
Gmetensee arece ¥ pita = 
44%", Sas Cfr rei? . we serene 
o Ob C eer it erorind ob ct 
Sie : fe. 
ommagtetDteeryin foe es 
apnerdlsacscsdla #008 %0 
- ° eve - os whee le 
Pr ee od 
Gant at Sreitensescrsbeni 6609 48 
ee fet g@e+ e@@% 4008 
¢ a Oat) (Sc enmig. | metas @oretes 
PEt reer hy ee tO i dnte er tee see sess 
soe 4 Crew we re 6 me pee 
=” i - 
Oe fod re raed Gt 4. etd eye Hetarheenes ewe on ons ot: wNse pitta « 
as werkt dt bgt ry aaah ot ee sset ay fs eae , 
at da la WAesay he 00 Dis2 0 40° OCHL ONS tase / : ae 
ODIARADEOELIP KG piipee : ee 
Tre caee Sievers tpemstmeroe ~enetee . werRees? 
. - te 
tere 6 0 APP Mame = ya 0p “+ @ ¢ ei raat Se ett 
Da! oe ed , ne see PP ay We Reigate a ore a 





TONES OE APE OE RM PP OE LSE CCEA aS OC OL LOEL OS wat: 


Pease rt Fon 6 ‘ etches : 7 
soe SP Ohm ete HOt 8 fe Oe bn 
fe, e tote *FIea és ave nips 
Mterebor ever ¢ o, e's 9H ev eF db ae “dé 
erm aeeannstiadiciectsstes eaters era eee tea raise ants ati ° 
arpaeesese erg + “cmt HON SICIOE IC eweeas 
Pfs Ore we aigiisiion pila gk iar me im: Oia 
exesexs9 eqet bi. 5 Se4 ise ee alts Se MN ASM ol Miei@eience cow . 
é Oe oe “6 ea: Rie CAN) CE pe so ' , : 
“tt, eter tlse aries purer ene Aas ae ¢ Pes 
effi ety a Aue oe ee Cle sie Pela ee 2 ee a He ". 
camemeraneansssarcearsessepe dials ssa Oss sah": "eRes: a 
eve. . 5 + : ~ 7 e ' 
oes F 8rd feet peers Pat 6 tA EIR hee ee 
pr ALE A EMEA PRODI AINAIOMOKI TEE ALIAS EE EOMLETLEP OR OL FOTO OAL of S* € fen 0d0 0 & i¢'s sae Pree 
‘ he Bc hi ea ctce i hii rere eens 


Sonam eees tu oes te 





dmatanitintbts 
a edge ee et. a oe re ee ee ee 


etrieteeteaameh sme ekl tres ie cig yu 7 PS Be ere we 


45 


oe 


a ae te 
>) 


7 2 . . aires. ; 
Ais din a ade me . naw a « 




































ete Weems 8 et wet Oe Pate ow Ok. wee Orts HHE eo we 

we. ao 8 asa? Ces ~e ed wes 8 Oat O0e OH: 09H+ 0i FH 
Tels Oar Pers Aoepe. “woe we reg? “he Agate 
SUGGES gaat ORE Bt ae 

. wt en MES PHO oH Gt s Os BPOe OuenOss sere oe ae 
POPLIOsasdlicatbobetta. red FVECti be ae Con thE 





br af Pedeoatb Piaorelios Ootpotas 
OOo em cesarean g dood 
ote tro atgget Pe oe ee oe Le ec ed “ge. eg 

aa @ at a ber ge mt as: . a Fue 


Bele se eae + oe dwee 21 he cf Aeferee 
‘Garwe ee a o 





ed ae ee ee or oe e- erdea 
Coeds Pt algeett ors Re sowie hire At Si nese she gate 
o@ 4 ~ oe 


SOR, Leet # bt fatwae, 27 6 we Fert a ef 








oer + oer oe, " s#ese ~w! 
eh "@! 45 Rt wm me ot tt te ow 


nee eoebst! 
































Wb Sorted bat 4 dette © Metra rm 6 Ane dee er, 
cae Fe ae! 
» ee O06. r FE 48-4 Oe OO SEO ee 
MAS LAL ate 8 Os Bh BEE. AS Ll Sr EI YE 
CB RPE BO 2 OE PD Pe ly Ee CTR EOE, EE Te Arn: 
Wl ae GOVE A Ob EPO EO | I OOD mn eta 
o Pe Pern On PR 2 ee a of 





ho wk Bt BOP DOD? 6 -O-Outr tee 

QQ «= @4_ et £aa. bao ' 

gttewwr Re me atte oes Ge 
Ae et P-tle geen wee Ob SA Ne bee yterett Aals o 
Me rh ew 8 6 eet cee Be et “Ae re eee. 
Ae eee +P hah PALOY 6 Oct rinh  B. 

ere © <_ oS were. 

ee ee ere 
PEewteenes PB aE 0 al Sally Cah he Leprees sgh 


wpwthe het (db etdte te Poo: eT. en eT 
Out Peta ag eto tha hovig Sane 


a « ot atee A+ 
t PO thao I fa aE 
WEARABLE AAAS tbh bndet ~ Learns 


Ge oe ge! ts Oongeed 

Maple OT mere! ep 
MELE LEIS oo + Aadae yer gow 
+E Pee Oe FY Te lel, Corbet Ppa 
Ot ee i rt a rie. Bite Rte: bP SY 
C8 LS Re arom Oot 


ROSE FES STEIN aes 
































° f°. PS 8 rey ee yeterperenr Fn se eneeoerey 
PRs OT POO SOT) RP I OTS 


» Aut > tt -ae wise a Ae Soe es rant eneoae hoe ry 
a OOD ES Ott eens. te. te Ro. Cae < ~<é 





ro gt PDE IG PE IT OD oe re, 





steer 


OE PE BETS TO © ee Aw 
remy Bat! oy tts rim aonb ta sped banana! ots iG wad tr tte ct Peel 


5 rae SEA: rer eens REE. “Pw 


30 deg roll 
with rough wx 


30 deg roll 


Smooth 


Very Rough 


Smooth 


Mild Rough 


5-4 


° 


Figure 





It commenced with a segment where rough weather at a slow 
clock rate was Pe eenaee to the subject. This was followed 
by smooth weather where the attitude variations are extreme- 
ly slight and then another session where the subject again 
was in rough weather but at an increased clock rate. Follow- 
ing another smooth weather run the subject was asked to do 
30 degree rolls, left and right, with no external attitude 
changes introduced. Finally, rough weather was introduced 
while the subject attempted to maintain his 30 degree rolls. 
The increased correlation while the subject is doing what is 
considered to be a more complicated task is obvious. 

The superimposed line indicates the average value 
for each activity. Note that the rough weather at the 
higher rate of disturbance has a slightly greater correlation 
than that at the reduced rate. Likewise, the rolls with the 
rough weather show increased correlation. This indicates 
the general trend for most of the HUD runs. There were, 
however, Significant variations from this norm. Occasionally, 
rough weather would show reduced correlation from that seen 
in smooth weather. This may be seen in Figure 5-5. 

A given subject would maintain the same correlation 
tendencies for a given sitting but on subsequent days the 
trends might change. It is felt that this may indicate that 


regions within a general area, such as the motor cortex, may 
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respond differently than their neighbors. Methods are now 
being devised to assure a more exact electrode positioning 
as slight variations in the way the helmet is placed on the 
subject's head may cause the electrode position on the skull 
mewbe slightly different than for a prior run. 

Nonetheless, the general statement may be made that 
TWODET results show that, in the motor cortex, rough weather 
flying results in greater correlation than smooth weather, 
and smooth weather, in turn, more correlation than relaxed 
periods in the 70 to 100 Hz range. 

DSKDET results indicate that perhaps it might be 
more accurately be stated that the signal content in fre- 
quency ranges from 60 to 140 Hz generally increases as the 
degree of flying difficulty is raised. Figure 5-6 shows a 
DSKDET result in the 80-100 Hz range; the upper trace being 
the signal content and the lower the correlation. 

DSKDET allows an interesting excursion through the 
frequency spectrum for a given run. This is exemplified 
by Figure 5-7 which shows three different activities; re- 
laxed, smooth and rough weather. The scaling is constant 
throughout the entire spectrum as the signal magnitude de- 
creases sharply as frequency increases. Frequencies up to 
180 Hz are shown without the signal content block as it 


almost exactly reproduces the correlation block. 
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Figure 5-7A reinforces HISCAN evidence that fre- 
quencies in the 4-8 Hz range increase when the subject is 
presented with a problem. Figure 5-7B illustrates once 
again that the greater the degree of relaxation, the greater 
the presence of alpha. .The 20-40 Hz range has no significant 
difference between activities as is seen in Figure 5-7C. In 
Figure 5-7D, the 40-60 Hz begins to show increased correlation 
when flying the HUD and this increase is much greater by 70-90 
Hz, Figure 5-7E. It should be kept in mind that the signal 
content data follows these trends closely. Jumping to 180-200 
Hz, Figure 5-7F, it 1s evident that the signal content block 
is similar to prior correlation graphs but the electrode 
Signals are becoming less correlated. At 400-420 Hz, Figure 
5-7G, only rough weather remains reasonably well correlated. 

The great spectral spread of the rough weather 
correlation may hint at myograms in this case, since in the 
average run correlation differences cease by 200 Hz. Large 
correlation can exist, however, at higher frequencies when, 
presumably, the possibility of myograms is eliminated. This 
is seen in Figure 5-8 which shows a comparison between a 
relaxed state and a subsequent smooth weather run, for the 
same subject as in Figure 5-7. This run was made ona 
different day with the same electrode position on the helmet. 


The graph shown illustrates the 600-620 Hz results. It is 
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Figure 5-7 A. 4-8 Hz. 
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Figure 5-7B. 8-13 Hz. 
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assumed that the subject was less likely to produce myograms 
when relaxed than when flying the HUD. 
4. HUD Related Activities 
a. Feedback 

A major goal of the overall project is to estab- 
lish a method whereby a subject can monitor his effectiveness 
at a particular task through some feedback system. Ifa 
region of the brain has preferred frequencies indicative of 
attentiveness or successful accomplishment of a task, it is 
desired that this information be fed back to the subject. 

A method has been devised which adjusts the 
degree of brightness of a lamp located behind a translucent 
screen to the rear of the HUD display. The result isa 
halo-like effect around the HUD. Every 0.25 second TWODET 
sends a value indicating the extent of correlation to a 
peripheral of the computer where it is translated to a 
voltage to drive the lamp. The data base is still very 
limited and preliminary results will not be discussed. 

ie sultant rnag HEEECES 

Preparatory work was done to determine what 
affect the light from the feedback lamp might have on sub- 
jects in the frequency ranges to be observed. This investi- 
gation has only been conducted on two subjects to date, both 


of whom showed correlation differences (as large as 260%), 
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when lighting conditions were changed. Runs were always made 
with the subjects as relaxed as possible. Unhappily, the 
differences observed in the two subjects were in opposite 
directions. One subject evinced a marked degree of correlation 
in frequencies between 60 and 120 Hz when the lighting was in- 
creased, whereas the second subject showed decreasing corre- 
lation as the light intensity was increased. These limited 
results indicate that lighting effects must be further in- 
vestigated before drawing conclusions from feedback experi- 
ments. 

The above experiments were done with DSKDET and 
it must be recalled that this program is more sensitive to 
Signals at the vertex than is TWODET. As the vertex is known 
to have marked visual evoked responses, further investigation 
should be done with TWODET or by using a different electrode 
recording mode with DSKDET. 

c. Random Motion 

Much of the initial recent work has been done 
in the motor cortex and pre-motor cortex where, presumably, 
Signals would exist which reflect movement. As flying the 
HUD involves finger, wrist and arm movement, it was desired 
to test the correlation of signals developed in these re- 
gions when a subject simulated the type of motion involved 


in HUD work, 
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Subjects were directed to randomly move their 
Bmgers, wrist Or arm for specified periods of time and then 
relax. Signals were analyzed with DSKDET in frequency ranges 
from 4 to 800 Hz. At no time did there apper to be any in- 
crease in correlation from relaxed to movement that was com- 
parable to that seen when actually flying the HUD. It should 
be emphasized that the degree of motion of the subjects in 
these test runs was much more severe than that required to 
successfully fly the HUD. 

In the 60-120 Hz range where the most marked 
degree of change are consistently noted, simulating flying 
feetons resulted an an average increase of 10% in the cor- 
relation data over that when relaxed. Some subjects actually 
showed a slight decrease under these conditions. It is felt 
that if the data base is increased, the average correlation 
change may approach zero in this frequency range. 

A surprising result was noted in the 20-30 Hz 
range (motor cortex). Subjects were asked to relax, then 
move their wrist or fingers randomly, then relax again on a 
command. In each subject observed, no change was noted 
during movement. However, shortly after movement ceased, 
the signal in this range dramatically increased in amplitude 
and slightly in duration with more frequent bursts, result- 
ing in a spike in the signal strength and correlation 


graphs. Figure 5-9 illustrates this phenomenon. 
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A. Eyes closed while moving wrist 
B. Eyes closed stop moving 
C. Eyes open relaxed 
D. Eyes open moving wrist 
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Figure 5-9. Illustrating the 
greatly increased signai following 
the cessation of motion. 
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When this sequence was performed with eyes 
closed, the latency of the increase was 2.5 seconds after 
ceasing motion, whereas with eyes open, the latency was 
1.8 seconds. This response occurred on no other frequency 
range and may indicate a preferred frequency which shuts 
down some activated motor area. This same response appears 
for each of the three types of motion mentioned. 

d. Purposeful Movement 

As the motor cortex is responsible for controll- 
ing purposeful movement, it is possible that random motion 
like that performed in the previously discussed experiments 
may be handled by lower brain centers. To test this hypothesis, 
subjects were asked to draw a picture of the HUD set-up, which 
was in front of them, and, secondly, to solve a tedious multi- 
plication problem on paper. Results were impressive in two- 
thirds of the subjects. Figure 5-10 shows three test con- 
@@erons for varying frequency ranges in the motor cortex. 

At 40-60 Hz, the drawing and multiplication re- 
sults begin to gain in signal strength and correlation, as is 
seen in Figure 5-l0A. In the 70-90 Hz region, Figure 5-10B, 
the relative signal strength values remain the same, but 
drawing and multiplication results are significantly more 
correlated than during the relaxed period. Figure 5-10C 


shows that at 160-180 Hz there is no major difference in the 


59 








* 

oe os 

£ 
Ayre . 


Relaxed Drawing ICTs teal oy 


Figure 5-10 A. 40-60 Hz. 
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Figure 5-10 Cc. 160-180 Hz. 
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Signal content between activities but the relaxed period has 
become even less correlated. 

Other subjects showed much the same results 
although the relative strengths of the signal and correlation 
between drawing and multiplication might be reversed. An in- 
teresting anomaly is shown in Figure 5-11 where the first 
trace indicates the signal strength in one electrode, the 
second trace the other electrode, and the last the correlation 
data. This is for the 4-8 Hz range, an area found to be 
associated with problems. Again, the activities are; re- 
laxed, drawing and multiplication. Note the great increase 
in signal strength in the one electrode during multiplica- 
tion while the second electrode, located only 7/8 inch away 
shows none. This is perhaps illustrative of the need for 


more precise electrode positioning in future runs. 
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Tllustrating the 
great difference that can occur 


First electrode 


Second electrode 


Correlation 


in the signal between two closely 


spaced electrodes. 4-8 Hz. 
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Vice DiSCUSSION 
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bee SIGNIFICANCE OF RESULTS 

A great many of the results of the various experiments 
conducted by the team are extremely intriguing and lend them- 
selves to speculation. The surface of the problem has just 
been scratched and solid conclusions based on the data ob- 
tained thus far should be drawn with care. 

The preferred frequency concept as first visualized by 
Dr. George Marmont seems to have received continual suppor- 
tive evidence throughout the project's history. Certain 
restricted comments may be made with confidence, and tenta- 
tive theorizing on possibilities presented by the data is 
useful as a guide to future research in this area. 

It is a new idea that there may be significance to the 
frequency activity above 30 Hz. “For that matter, few investi- 
gators have suggested that frequencies above alpha range have 
any meaning at all other than to collectively indicate ten- 
sion. The suggestion that discrete frequencies or small fre- 
quency ranges beyond alpha may be indicative of particular 
mental states or specific activities is novel. 

It is felt that the body of information collected through- 
out the period of the research team's existence strongly sup- 


ports this concept. Alpha range frequencies are seen to be 
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the largest magnitude, most noticeable frequencies in the re- 
laxed individual, as reported by countless investigators. 
Evidence hints at there being independent alpha generation 
in frontal regions, rather than a shifting of phase a LS 
often supposed. Associated with alpha, but clearly indepen- 
dent is the "20 Hz" signal. Its magnitude and duration seem, 
like alpha, to be directly related to relaxation. This signal 
has been observed to increase at the same time that alpha is 
decreasing and several subjects appeared to be able to volun- 
tarily control the strength of the signal for limited periods 
of time. When using DSKDET, it was seen that in the 20 to 30 
Hz range subjects showed a brief, but strong increase in 
Signal intensity shortly after easing a particular movement. 

The 4 to 8 Hz range, commonly referred to as theta, gave 
strong evidence of being associated with problem solving. 
The only attribute of this frequency range mentioned in the 
papers of other researchers is an association with shallow 
sleep. Every subject tested, with a variety of programs, 
showed an increase in this range when presented with a pro- 
blem such as flying the HUD or simple multiplication. 

None of the areas of the brain examined so far evinced 
any change in signal in the 30 to 50 Hz range for any of the 
activities devised to date. Beginning around 60 Hz in most 


subjects, and continuing as far as 200 Hz in some, there is 
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a definite increase in signal magnitude when solving problems 
Or accomplishing a task which requires a certain degree of 
skill and attentiveness. This increase has been visible in 
the TOP and motor cortex. This same frequency range and, in 
some individuals, higner frequencies often show a marked in- 
crease in the correlation of Ene Signal between two close- 

ly spaced electrodes. This may be attributed to the parallel 
processing nature of the cerebral cortex, i.e., the spread of 
activity to an entire functional column grouping of neurons 


@ 


meee COrtLex when there is sufficient stimulation. 


Ds PROJECT FUTURE 

There are, in the data collected, enough exceptions to 
the general proposals above to indicate that in positioning 
electrodes it is necessary to be more specific than saying 
that events occur in general regions such as "the motor 
cortex". The occaSional complete lack of correlation be- 
tween two closely spaced electrodes may call for an electrode 
positioning system even more precise than the well known 
positional schemes in use by most investigators. It appears 
that continued research in this area could lead to the 
creation of a frequency mapping of the brain which would be 
a function of brain state or the type of activity the sub- 


ject was engaged in. 
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When eEeovenel=omeciliaermgetO attentiveness are more pre- 
cisely identified and localized, the feedback experimentation 
can begin in earnest. The modifications discussed before as 
regards the simultaneous recording of analog signals with the 
EEG data will be of considerable assistance in determining 
the functional role of the many discrete frequencies observed 
with HISCAN. 

A solid base has been established by team efforts over 
the past years, and these labors are just now beginning to 
bear fruit. The general trend of the project remains to in- 
vestigate the frequency spectra of the EEG and to establish 
functional relationshivs between frequency and mental or 
physical state. These relationships will then be used to 
feed back to a subject information as to his performance and 
degree of attentiveness to a particular task. Hopefully, 
these methods may also lead to an ability to create in an 
individual an atmosphere conducive to learning or to in- 
crease his ability to assimilate and act wisely on new 


mrrormation or situations. 
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